












Tipping  bucket  (TB)  type  precipitation  gauges  are  widely  used  operationally  at  automated  weather 
stations  for  the measurement  and  reporting  of  precipitation  intensity. Often,  their  data  are  used  to 
derive precipitation amounts over various time intervals. While TB gauges traditionally have been used 
for  the measurement of  liquid precipitation,  the addition of heaters has extended  their application  to 
colder environments and the measurement of solid precipitation. 
The  assessment  of  heated  TB  gauges  is  an  important  component  of  the  Solid  Precipitation 
InterComparison Experiment (SPICE), organized by the World Meteorological Organization Commission 
for  Instruments and Methods of Observation  (WMO CIMO). The objectives of  this  component are  to 
report on  the ability of heated TB gauges  to detect and measure solid precipitation at sites  in several 
climate regimes, and  in some cases,  in different  test configurations, and  to provide recommendations 
for their use. The heated TB gauges under test in WMO‐SPICE are outlined in Table 1. 
The  test  gauges  are  installed  at  field  sites  in  different  climate  regimes:  CARE  (Canada)  and Marshall 
(USA)  in  humid  and  dry  continental  climate  zones,  respectively;  Formigal  (Spain)  and Weissfluhjoch 





























The  ability  of  heated  TB  gauges  to  detect  and  report  solid  precipitation was  assessed  relative  to  a 
reference  configuration at each  site. The  reference  configuration  consisted of an automatic weighing 
gauge, either a Geonor T‐200B3 or OTT Pluvio2,  in a Double Fence  Intercomparison Reference  (DFIR) 
shield,  along  with  a  sensitive  precipitation  detector  (e.g.  optical  present  weather  sensors)  for  the 
independent confirmation of the occurrence of precipitation. A ‘precipitation event’ was defined as a 30 
minute period during which the reference configuration reported at least 0.25 mm of precipitation, and 
the  precipitation  detector  observed  the  occurrence  of  precipitation  at  least  60%  of  the  time  (18 
minutes).  
Accumulated precipitation amounts were derived  from  intensity  reports  for each TB gauge under  test 
and compared against reports from the corresponding reference configuration over 30 minute intervals. 
The  TB  gauges  were  considered  to  report  precipitation  if  the  accumulation  met  or  exceeded  the 
reporting  resolution;  effectively,  any  time  the  gauge  recorded  a  tip.  The  comparison  results  were 
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 The  time required  for melting can delay  the  time between  the collection of precipitation  in  the 
funnel and the gauge response to that precipitation (response delays). Further, heating may result 
in the evaporation/sublimation of incident precipitation at low intensities 
 Heating  configurations  in which  the heaters are  triggered by a  snow  sensor  in  the  funnel have 
lower power requirements, but are subject to additional response delays, and snow accumulated 
below the sensor level may be subject to sublimation or wind losses. 
 Response delays must be  considered when using  the gauge  in operational  settings.  Ideally,  the 
reporting  interval  (i.e.  hourly  observations)  should  exceed  the  maximum  expected  response 
delay; however, the potential remains for carry‐over of precipitation accumulation from previous 
intervals, and for delayed responses occurring in subsequent intervals. 






to  enable  the  application  of  adjustments  to measurements  (i.e.  using  transfer  functions);  and 
reports from a precipitation detector with high sensitivity, to enable the  identification of missed 
events or false alarms due to response delays. 
 The  application  of  transfer  functions  to  gauge  measurements,  if  possible/available,  is 
recommended as a post‐processing step to account for reductions in the catch efficiency of solid 
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